Because there is no standard method for Rn progeny size measurements, verifying the 222 performance of various measurement techniques is important. This report describes the results of an international intercomparison and calibration of Rn progeny size measurements involving 222 low pressure impactors (MOUDI and Berner) and diffusion battery systems, as well as both alpha-and gamma-counting methods. The intercomparison was held at the Environmental Measurements Laboratory from June 12-15, 1995. By using various measurement techniques and methods with different data analysis procedures, this intercomparison study allowed for a rigorous evaluation of instrument performance.
INTRODUCTI ON
One of the major factors affecting the radiological health risk from Rn in indoor and in 222 mining environments is the size spectrum of particles associated with Rn decay products. 222 Many instruments and methods are commonly used for measuring Rn progeny size 222 distributions, and, therefore, confirming that these methods and instruments are reliable and accurate is important. Since there are no international or national standard methods presently available to assess Rn progeny size distributions, it is necessary for laboratories involved in 222 these measurements to participate in intercomparisons and calibrations.
In the past, diffusion battery systems of various designs were widely used to obtain activity size distribution measurements (Hopke et al. 1992; Tu and Knutson 1988; Knutson et al. 1988) . Recent work has shown that the wide size range, low pressure impactors, such as the microorifice uniform deposit impactor (MOUDI), have some advantages over diffusion batteries for Rn progeny size measurements (Tu et al. 1993; Knutson and Tu 1994; Reineking et al. 1994) .
222
To investigate the comparability of these various size measurement methods and instruments that are based on different sampling mechanisms, an international intercalibration and intercomparison exercise was held at EML during the week of June 12-15, 1995. Seven groups, including both domestic and foreign laboratories, participated in this exercise. The experimental conditions in the EML test chamber (Chieco 1997) were well-controlled for Rn and aerosol 222 concentrations, temperature, relative humidity (RH), and particularly for aerosol size distributions. Five near monodisperse aerosol particle sizes and two well-defined bimodal aerosol size distributions were generated to examine the accuracy and the reliability of each sizing technique.
This report summarizes and discusses the results of this intercomparison. The list of participants is given in the Appendix. Four of the participants provided data for this report: the AEA Technology (AEA, United Kingdom), the Isotope Laboratory of the University of Göttingen (IL, Germany), the Australian Radiation Laboratory (ARL, Australia), and the Environmental Measurements Laboratory (EML, USA).
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TEST FACILITIES AND CONTROLLED CONDITIONS
The tests for this intercomparison study were carried out in the EML 30 m test chamber. A 3 description of the chamber, including chamber structure, Rn gas and progeny monitoring 222 systems, temperature, relative humidity, and quality assurance, is provided in the EML Procedures Manual, Section 6 (Chieco 1997). For this investigation, the chamber was equipped with the following instruments for generating aerosols, sampling and measurements:
1. Two TSI condensation aerosol generators (one with a high flow rate, up to 16 L min , and the -1 other with a low flow rate at 4 L min , Models 3472 and 3470, respectively; TSI, Saint Paul, -1 MN) that can produce either polydisperse or monodisperse aerosols of controlled sizes.
[Refer to Tu (1994) for details about generation conditions and consequent particle sizes and concentrations.] Well-defined bimodal or even trimodal size distribution aerosols can be obtained by operating both instruments simultaneously, and by using controlled aerosol decay processes.
2. TSI scanning mobility particle sizer (SMPS), including condensation particle counter (Model 3025), mobility size analyzer (Model 3071A), SMPS software for PCs (TSI V1.1 for Model 390089), and a laser particle size spectrometer (Model Active Scattering Aerosol Spectrometer (ASASX); PMS, Inc., Boulder, CO). The SMPS and ASASX were used to monitor the aerosol size distributions and concentrations.
During the intercomparison test, Rn concentrations were controlled at ~1000 and ~2000
222
Bq m levels. Temperature and RH in the chamber were maintained at ~20EC and ~40%, -3 respectively. Five controlled near-monodisperse condensation Carnauba wax aerosol particles, and two well-defined bimodal size distribution aerosols were produced for the intercomparison.
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MEASUREMENT SYSTEMS AND SIZE UNFOLDING METHODS EML ( USA)
The sampling setup and the procedures used for these tests were similar to those used in the Twilight Mine study in Colorado in 1994 (Knutson and Tu 1996) . The quality assurance steps for the sampling system and analysis process are described in the EML Procedures Manual, Section 2 (Chieco 1997). A MOUDI (MSP Corp., Minneapolis, MN) used in combination with a graded screen array (EMLGSA) (Holub and Knutson 1987; Knutson et al. in press) was modified to measure the expanded size range of 0.5 to 15000 nm.
The EMLGSA consists of 60 and 100 mesh, stainless-steel screens having a 40-mm effective flow diameter. These screens are stacked in a 66-mm diameter single holder, with the 60-mesh screen upstream. Ten impaction stages and the corresponding cut-off diameters for the MOUDI are listed in Table 1 . In this investigation, stages 3 to BB (see Table 1 ) were used to cover sizes up to 2000 nm. The samples were taken simultaneously using the MOUDI, the EMLGSA and an open-faced filter. Sampling flow rates were 30 L min for the MOUDI, and 11 L min for both the EMLGSA and open-faced filter. After sampling, the front of each screen, the impaction plates, and the reference filter were simultaneously individually alpha-counted using 10 scintillation alpha-counters. The Rn progeny activities were calculated using the (1969) least-squares method. A computer program based on an expectation-maximization algorithm (EM) (Maher and Laird 1985) , modified by Knutson (1989) , was used to calculate the particle size distributions from the activities measured on each of the MOUDI impaction plates and screens.
ISOTOPE LABORATORY (IL, GERMANY)
The size distributions of the aerosol-attached activities were measured with a low-pressure cascade impactor (BERNER, Model LP130), consisting of eight stages and a backup filter. This impactor operates at a flow rate of 1.8 m h . It was recalibrated in the diameter range of interest 3 -1 (d < 1000 nm) for absolute pressures of 190 and 300 mbar behind the last stage. The efficiency curves of the impactor were determined with monodisperse, liquid aerosol particles (Sebacate, D = 0.9 g cm ) produced by condensation processes using a Sinclair-LaMer type generator -3 (Sinclair and LaMer 1949) . After exiting the generator, the aerosols were passed through a -4 -differential mobility analyser (TSI, Model 3071), yielding monodisperse particles (F < 1.05) in g the diameter range between 60 and 1500 nm. In a decay volume, the monodisperse particles were tagged with the short-lived thoron decay product Pb (half-life = 10.6 h). After sampling, 212 the activities on the different impactor stages were measured by (-spectroscopy. The 50% cutoff diameters of the five stages were 60 or 82, 150, 292, 589, and 1136 nm. (The impaction efficiency on the last impactor stage can be changed from 60 and 82 nm by adjusting the pressure behind the last stage from 190 to 330 mbar.) Experimental results and theoretical calculations show that in the critical air flow range this pressure change has only a minor effect on the deposition characteristics of the preceding stages (Kesten et al. 1993) . Calibration measurements in the larger diameter range between 1 and 10 µm were performed using an optical method and showed 50% cut-off values of 2356, 4242 and 8082 nm for stages 1, 2 and 3, respectively (Gebhart and Roth 1974; Reineking et al. 1986 ).
During this intercomparison, measurements of the size fractionated activities of Pb on the 214 eight impactor stages deposited on thin aluminum foils and the backup filter were measured after sampling. A well-type ;aI gamma spectrometer in connection with the multichannel analyser was used for these measurements. The activity size distributions (approximated by a sum of lognormal distributions) were obtained from the measured size fractionated activities by comparing the measured values with simulated ones using two different optimization procedures: the Simplex method and the EM algorithm (Nelder and Mead 1965; Maher and Laird 1985) .
AEA TECHNOLOGY (UNITED KINGDOM)
A parallel channel diffusion battery (PCDB) was used to measure activity-size distributions. This instrument consisted of five parallel channels, each containing a removable glass fibre filter (Grade GFA, Whatman, U.K.), preceded by a different number of wire screens. Stainless-steel screen discs were loaded into each channel as follows: 1 x 100 mesh, 1 x 400 mesh, 4 x 400 mesh, 14 x 400 mesh, and 45 x 400 mesh. A sixth channel had no preceding screens and collected the total aerosol. Airflow, nominally 6.5 L min , through each channel was controlled -1 by separate critical orifices mounted in the filter holders. Before each sample, and after the filters had been reloaded, the flow rate through each channel was measured with an electronic bubble flowmeter (Gilian Instrument Corp., NJ, U.S.A.).
After sampling, the filters were removed and transferred to gross alpha counters that had been previously calibrated for 20 mm diameter samples, having a counting geometry similar to the active area on the filters. Alpha count data were collected during 1-min periods for 30 min. The -5 -individual Rn progeny concentrations penetrating each channel were then calculated using a 222 weighted least squares technique (Raabe and Wrenn 1969; Knutson 1989 ).
Activity size distributions for the individual Rn progeny and the potential alpha energy 222 concentration (PAEC) were estimated from the penetration data using an EM algorithm (Maher and Laird 1985) . The theoretical penetrations also required by the algorithm were calculated from the air flow through each channel and the physical dimensions of the screens (Cheng et al. 1985; Cheng and Yeh 1980; Ramumurthi and Hopke 1989) .
AUSTRALIAN RADIATION LABORATORY (ARL, AUSTRALIA)
The system used by ARL for the sizing of Rn progeny is a combined four-stage serial GSA 222 (ARGSA) and a four-stage parallel wire screen diffusion battery (PDB), with a single stage inertial impactor (CI). The alpha activity collected by each stage was determined using either alpha spectroscopic analyses for the ARGSA and the PDB, or by three count gross alpha analyses for the CI. The details of the ARL system are as follows.
Wire Screen Diffusion Battery
The PDB used four ARL sampling assemblies with in situ alpha counting, one of which is shown in Figure 1 . Stages 1 and 2 used 10 and 34, respectively, of 3.7 cm diameter 105 woven mesh screens. Stage 3 used 30 sets of 9.5 cm diameter 105 woven mesh screens, and Stage 4 used 30 sets of 22.5 cm diameter 100 mesh screens. A single carbon vane pump was connected to a manifold containing four critical orifices. The exact flow rate for each stage was determined before the EML exercise using a calibrated bubble tube connected to the front of each sampling assembly. The wire screen collection efficiencies were derived as a function of particle size using the fan model theory , including terms for impaction and interception of aerosols, as well as for diffusional collection.
Serial GSA
The ARGSA consisted of an open-faced filter holder, containing 105, 200, and 400 woven mesh screens, and a backup filter, as shown in Figure 2 . Samples were collected at a sampling rate of 9.5 ± 0.1 min using a carbon vane pump. The wire screen collection efficiencies were -1 derived as a function of particle size , with corrections for internal losses in the screens and for the front-to-total ratio (Solomon and Ren 1992 ).
-6 -Single Stage Inertial Impactor A singe stage inertial impactor was designed and built at ARL using the design methods outlined by Marple and Rubow (1986) . The airborne radioactivity with diameters above the particle size cut-off is deposited directly onto a thin, aluminized Mylar window on the front of a solid-state alpha particle detector. At a total flow rate of 5.4 L min (1.08 L min through each of -1 -1 five, 0.075 cm diameter holes), the calculated 50% cut-off diameter was 770 nm, with a Reynolds number of 2030. The collection efficiency particle size response was fitted to a continuous function centered on the 50% cut-off point.
Sample Analysis
Sampling with the ARGSA, PDB, and CI was concurrently carried out at the end of a 15-min sampling period. The screens and filters from the ARGSA were transferred to four drawer assemblies. The four analog signals from these systems were multiplexed with the four analog signals from the PDB sampling heads for input to a single PC-based multichannel analyser. All eight stages were analyzed concurrently using a two-count alpha spectroscopy method to derive the activity concentration of Po, Pb, Bi, and the PAEC for each stage. The alpha activity 218 214 214 from the CI system was analyzed using a three-alpha count protocol to derive the activity concentration of Po, Pb, Bi, and the PAEC collected by the impactor. The activity concentrations for all stages were in turn analyzed using both the Twomey (1975) and EM algorithms to provide two sets of particle size distributions for each progeny, and for the PAEC over the size range of 0.5 nm to 3358 nm. Table 2 gives the chamber conditions for the 20 sampling periods that were made available to participants during the intercomparison. As will be explained, seven different test aerosol conditions were presented, with three consecutive sampling periods for each of the first six conditions and two for the seventh condition.
As seen in Table 2 , the sampling periods for each aerosol condition were spaced about 1 h apart. Aerosol conditions were changed at midday and overnight. For the midday change, about 2 h were allowed for the change to become complete.
As also seen in Table 2 , conditions could not be kept steady within each group of three sampling tests. Typically, the radon concentration dropped from the first to the third sampling period. (The traffic in and out of the chamber evidently overwhelmed the radon control system.) The aerosol concentration typically increased modestly within each group of three sampling periods.
The decay product activity concentrations reported in Table 2 are taken from the hostlaboratory filter sample. These concentrations depend on both aerosol and radon concentrations. In many cases, the effects of increasing aerosol and decreasing radon roughly canceled each other, so that the decay product concentrations were nearly steady. The uncertainty of the Po 218 measurement was typically 10%, and that for Pb was typically 3%.
AEROSOL PARTICLE SIZE AS MEASURED BY STANDARD AEROSOL INSTRUMENTS
The most important parameter for this intercomparison was the particle size distribution of the test aerosols. Besides the many samples taken by the participants, samples were taken with two conventional aerosol measurement systems, the TSI SMPS and the PMS ASASX. The SMPS covers the size range from 10 to 800 nm, while the ASASX covers the range 100 to 3000 nm. Both instruments yield number-weighted size distributions rather than activity-weighted size distributions. However, an approximate conversion to the activity-weighted distribution was made by multiplying by the attachment rate coefficient (Porstendörfer et al., 1979 ). Figure 3 , SMPS, covers aerosol conditions 1 to 6 (condition 7 was outside the capability of the SMPS). Figure 4 , ASASX, covers aerosol conditions 2 to 7 (condition 1 was outside the capability of the ASASX). Both number weighted and attachment rate weighted distributions are shown. All plots are presented in a normalized form, so that the area under each curve is unity. Keep in mind that the two different weightings are two representations of the same data. Figure 3 is the most complicated of all these plots, so we will discuss it in some detail. As indicated in the legend, this spectrum was taken at 14:16 on June 12th, about 30 min before the first sampling period in Table 1 . The attachment rate distribution shows a peak at a particle size of about 80 nm, as well two other peaks above 200 nm. The peak at 80 nm is from the generated wax aerosol, whereas the other peaks are from larger stray particles that were present in the chamber. (These particles may have entered the chamber while the participants carried apparatus in during the morning.) It is also seen that the peak at 80 nm is quite broad; generating a narrow distribution of particles of this small size is difficult. Figure 3 show distributions from aerosol conditions 2 to 4. As intended, these were unimodal distributions. All of the distributions are narrow, consequently, the attachment rate weighted distributions are nearly the same as the number weighted distributions. Figure 3 show the bimodal distributions produced by operating the two aerosol generators simultaneously; they were set to produce two different sizes. Plot 5 is an especially good example of a high-quality bimodal test aerosol. The number weighted and attachment rate weighted forms of the distribution are quite different from each other because attachment weights are higher in large particles than in small ones.
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The corresponding plots based on data from the ASASX are shown in Figure 4 , which covers aerosol conditions 2 to 7. As indicated in the plot legends, these data were usually taken within a few minutes of the SMPS data, but in one case there was an hour in between. In the first plot (aerosol condition 2), the particle size was near the lower limit of the ASASX, so only one side of the peak was detected.
The distributions in Figure 4 are systematically different from those in Figure 3 -the peaks are narrower and are found at a smaller size. In other words, these two instruments designed to measure the same parameter, but that are based on two different physical principles, gave different results. This is a common experience in aerosol measurements. It is our opinion that -9 -the SMPS is more accurate for sizes below 150 nm, while the ASASX is more accurate for the larger particles.
Later in this report, we will compare the SMPS and ASASX results with those from the measurements of the activity-weighted particle size.
ACTIVITY-WEIGHTED PARTICLE SIZE DISTRIBUTIONS
In this section, we will discuss the results reported by the participants, namely, the activityweighted size distributions. First, we will present and discuss the results individually by participant. A summary comparison table will be given later.
As stated before, there is no widely-accepted standard method for measuring the activityweighted particle size of radon decay products. If different methods give different results, we are not able to state which is correct. However, if different methods give similar results, it enhances the probability that both methods are correct. If two methods differ in a systematic way, this can be kept in mind when comparing field data obtained by the two methods. Figure 5 shows the complete set of results obtained by the host laboratory. These data were obtained using a system that covered the size range 0.5 to 2000 nm. Each plot in Figure 5 gives four curves, one each for Po, Pb, Bi, and the PAEC. Each curve has been normalized, so 218 214 214 that the area under the curve is unity. Sample No. 4 failed, so that a plot is missing in Figure 5 .
EML Results (Figure 5)
The first plot in Figure 5 is the most complicated, so we will discuss it in some detail. Three peaks or modes are seen in the figure. The peak near 1 nm consists of unattached decay products. For Po, this peak appears to contain about 30% of the total activity, while the peaks aerosol concentration is low, and when the aerosol particles are small. The difference in unattached fractions for the three decay product nuclides is commonly found, and is predictable from their half-lifes.
The second peak in plot 1, at 70 nm, consists of the Carnauba wax test aerosol as generated for the intercomparison. It is seen that the peak is quite narrow and its location agrees quite well with that found by the SMPS (Figure 3 ).
-10 -The third peak in plot 1, at 300 nm, clearly corresponds to the background particles mentioned in connection with plot 1 of Figure 3 . However, the two peaks shown in the Figure 3 are merged into one in Figure 5 .
Plots 2 and 3 of Figure 5 show results from the two additional samples taken under aerosol condition 1. There is a noticeable evolution in that the peak at 300 nm is becoming less prominent. Also, a rudimentary peak is seen in the range 1 to 10 nm. Based on the few samples, we cannot be confident that this is a real peak rather than just a measurement artifact.
Plots 5 to 6, 7 to 9, and 10 to 12 in Figure 5 are samples from the next three test aerosols. These plots are all quite straightforward. Each plot is dominated by one narrow peak that is the same for all three decay products. The peak width is deceptively narrow because the plots have been presented in a common format with five decades on the particle size axis. The peak locations differ from those in Figures 3 and 4 . We will look at this more carefully in Tables 3 and  4. In plot 10 there is a clear peak at 100 nm, besides the main peak at 400 nm. We think this consists of residual particles from the previous day's test.
Plots 12 to 15 and 16 to 18 in Figure 5 show the MOUDI/GSA results for the two bimodal test aerosols. The two modes can be seen in each plot. They are especially clear in plots 13 to15, but less clear in plots 16 to 18 where the two peaks differ greatly in peak area.
Plots 19 and 20 show the results from the seventh aerosol condition -an unimodal test aerosol with a particle size of about 1 µm. A dominant peak is seen at 1 µm. The two smaller peaks are probably residual particles from the morning's samples.
IL Results (Figure 6) These 20 plots show results only for Pb, derived from the gamma counting done by IL.
214
The sampling system used by the IL covered the size range of 50 to 5000 nm, so no information is available for the unattached mode. Therefore, the size distributions are plotted with four decades on the particle size axis, rather than five as in Figure 5 .
As seen Figure 6 , the IL found that most particle size distributions from the intercomparisons could be described adequately with a simple unimodal plot. With plot 1, the peak is centered at -11 -110 nm. This is close to the value that would be obtained by combining peaks 2 and 3 in plot 1 of Figure 5 . Similarly, plots 13 to 15 and 16 to 18 show single peaks with a location that compares well with the combined peaks from the corresponding plots in Figure 5 .
Plot 3 is unique in that it shows a small peak at 3 µm. This is not seen in Figure 5 . Small peaks are also seen in plots 19 and 20. It is likely that these peaks are the residual particles from the previous test.
AEA Results (Figure 7) As already explained, these results were obtained using a one-of-a-kind screen type diffusion battery with no impactor stage.
Plots 1 and 3 of Figure 7 show two peaks. The peak at 1 nm, which clearly consists of unattached decay products, is quite narrow. The other peak is more broad and may represent the combination of the generated wax aerosol and some larger contamination particles in the chamber.
The nature of the measured distributions seems different for the different test aerosols. Plots 4 to 6 (aerosol condition 2) are complicated, with one peak in the range of 1 to 10 nm and a broad peak found above 100 nm. The size distributions seem different for each of the decay-product nuclides. Plots 7 to 9 are simpler and more uniform across the nuclides. In Figure 7 , the simplest plots are 10 to 12. These plots show a single (or at least dominant) peak that is surprisingly narrow in view of the belief that diffusion batteries have poor size resolution.
Plots 12 to 15 and 16 to 18 correspond to the bimodal test aerosols. These generally have a single peak in the range 100-1000 nm. The single peak is broad and could represent a combination of two peaks.
ARL Results (Figure 8) As already explained, the sampling system here consisted of a serial GSA, a four-stage wire screen diffusion battery, and a single stage impactor. This is also a one-of-a-kind sampling system. The inclusion of an impactor stage, with the screen materials selected for the diffusion battery, permitted coverage of the size range from 0.5-3000 nm.
-12 -As seen in Figure 8 , the best results (in terms of simplicity and consistency) were those for aerosol condition 4, plots 10 to 12. For this condition, the plots showed a single mode (or at least a dominant mode) at 400 nm, and the size distribution was nearly the same for the three decay products. The result for aerosol condition 7, plot 19, was also straightforward with a single peak at about 1000 nm.
SUMMARY OF INTERCOMPARISON RESULTS
Tables 3 and 4 present a comparison of the results obtained by the different measurement methods. In both tables, the column D gives the modal particle size as determined by one of the c two conventional aerosol instruments. All those diameter values < 165 nm were taken from the SMPS, while those 165 nm or larger were from the ASASX.
The main point of Table 3 is the comparison of the particle size distributions reported by the participants, as weighted by Pb. This weighting was selected for presentation because it was 214 the only specie measured by all participants. For this comparison, the particle size distributions are represented in terms of the parameters AGMD (activity-weighted geometric mean diameter) and GSD (geometric standard deviation). Where more than one mode was detected, these two parameters were separately computed for each mode.
In Test 1, the value of D is taken from the SMPS and represents only the main (wax particle) c peak, excluding the other peaks discussed in connection with Figure 3 . Likewise, the parameter values in the EML column pertain only to the main peak. If this had been lumped together with the peak identified as background particles (discussed in connection with plot 1 of Figure 5 ), the combined AGMD would probably have been about 100 nm. In the IL measurement, the wax + background particles were represented as one peak with AGMD = 93 nm and GSD = 2.86, as was already noted in connection with plot 1 of Figure 6 . The AEA measurement also detected only one peak for Pb with parameters as shown in the The results from Tests 2-12 were straightforward because the Carnauba wax aerosol increasingly dominated over the background particles. The D value for Tests 4 to 6 was taken c from the SMPS, while for Tests 7-12 it was taken from the ASASX. Table 3 shows good agreement between the D value and the values from the two impactor-based systems (EML and c -13 -IL). The results from the diffusion battery-based systems (AEA and ARL) are less consistent than the inpactor-based results.
Tests 13 to 15 and 16 to 18 involved bimodal test aerosols produced by operating the two aerosol generators simultaneously, but at different settings. In the D column, the values 160 nm c and 70 nm for the smaller-sized mode were taken from the SMPS, while the 365 nm and 400 nm values were from the ASASX. For these tests, the MOUDI/GSA apparatus detected two peaks, so each test is represented by two lines in Table 3 . With one exception (Test 14), the results from the other three measurement systems could be represented by a single peak, as shown in the table. For the larger-sized mode, the AGMD value derived from the MOUDI/GSA agreed quite well with the corresponding D value. The agreement was not as good for the smaller-sized c mode. The IL apparatus measured the mixed aerosol as a single mode, with an AGMD value near that of the larger-sized mode. The AGMD values from the AEA apparatus were always larger than the larger D value, while the ARL values were scattered. c Tests 19 and 20 were done with a 1200 nm test aerosol. These tests were included to test instrument performance at a size that is unusually large in the context of radon decay products. The impactor samplers handled this challenge and the ARL system also did quite well.
It is of interest also to examine the pattern of values within the columns of Table 3 . For the EML system, many of the GSDs were in a narrow range of values, 1.3 to 1.4. These values probably correspond in some way to the spacing of the cut-off diameters of the MOUDI impactor (see Table 1 ). For the IL system, the GSD was generally larger, although this is in part due to the use of a single mode to fit bimodal aerosols.
Regarding the AEA sampler, it can be seen in Table 3 that the AGMD values Tests 6 to 20 were all near 500 nm, despite test aerosol. In effect, this is an upper limit for the size that can be measured by a screen-type diffusion battery. Table 4 gives the AGMD and GSD values for the PAEC weighted size distributions. As is seen in the table, three of the participating laboratories reported these parameters. The most noteworthy point about these values is that, for a given sampling system there is close agreement with the corresponding values in Table 3 . For example, with the EML system, there was close agreement between the two tables for all but one of the tests (the exception was test 2). concentrations. For the single mode size distributions, the four different size measurement methods and two activity counting methods (alpha and gamma) generally agreed on the major part of the size spectrum within the size range of <500 nm. The best agreement was found between the two low pressure impactors, the MOUDI and the Berner impactor. Some disagreements observed on the specific peak location and shape are as follows:
1. The diffusion battery method measurements tended to result in larger sizes than the test aerosol size and those obtained from the impactors. TABLE 3 
